























































Fischer DE LUXE Fischer Fischer 3 | 
MODEL 400 MODEL CK MODEL J 
_ SHORT WAVE — ULTRA GALVANIC 
~ DIATHERMY- VIOLET AND 
; UNIT GENERATOR CONTRACTILE 
F.C.C. Type Pou one CURRENTS 
Approval, D-479 and Corex GENERATOR 


burners. 
16. distinct low 


voltage currents. 
Valuable in di- 
agnosis and ther- 
apy. Patented 
features assure 
exact wave form. 


A.M.A. acceptance. 
Highest quality unit. 
Unexcelled perform- 
ance in all types of 
short wave diathermy 
applications. 


AOL RR 


May we send you information on 
these modern units and our liberal 
payment plan? 


Fischer MODEL 10 SHORT WAVE 
_ DIATHERMY UNIT — 7 
os F.C.C. Type Approval, D-488 


Powerful, low cost, portable. Highly 
efficient for condenser pad applications. 


Fischer TABLE 
MODEL 200 
SHORT WAVE 
DIATHERMY 
UNIT 
F.C.C. Type 
Approval, D-484 


Mobile, portable. 
Patented, adjust- 
able induction 
electrode gives 
deep, uniform heat 


to all parts of 
body. 


649 Form 3125A 
Printed in U.S.A. 


MANUFACTURERS OF X-RAY AND ELECTROMEDICAL EQUIPMENT  reicrrones: (reenter) tints Sosta en (chicego) TWxede 9-000 = UMMA Lt COMPACT: FLEXIBLE RADIOGRAPHIC-FLUOROSCOPIC X-RAY APPARATU 





igh Quality X-Ray Units 
f Demonstrated Efficiency 
Offering the Greatest Value Per Dollar Ex 


Mail Enclosed | 


Fischer MODEL 100 Milliampere X-RAY UNIT With Urological Table 


‘Fischer DE LUXE MODEL RF 100 Milliampere aa Ai tenid hla ot able oil cy Gena reigel 
X-RAY APPARATUS 2 3 a oo SADE. TE mesetie nt core ) mee 
with Fluoroscope-Mounted Tilt Table | — | | Ut 
5 f- 30 Milliampere 
Only small installation space required. 2 a 1 | or 
— | 50 Milliampere 
FLUORO- 
SCOPIC 
X-RAY _ 
ee ; < ce o oe ie | | AL, | APPARATUS 
Fischer DE LUXE MODEL RF 250 Milliampere X-RAY APPARATUS—For Vertical Fluoroscopy — : 1 eS ae a Pe ee A a with 
| fois | Sl a [eee Radiographic 


‘Automatic control of all factors of technic. ofa co Me -— z : bor 
7 | 7 ee LU Tle WO CE Facilities 


ie 


é ees. Ce eg Dependable 
y : power and ex- 
ceptionally fine 
control. Great 
efficiency and 
Rs durability. 
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Fischer 


100,000 \ MODEL MP 


SATISFIED . 10 Milliampere 
and MP 


USERS 25 Milliampere 
throughout the world : MOBILE- 


greatly increase their 


services to patients with PORTABLE 


Fischer units. May we 


send you illustrated cir- 
culars showing units that X RAY 


may well meet your re- APPARATUS 


quirements? Return of the 

inclosed card will bring : 

complete details on any Exceptional per- 

Fischer model, and _in- a P Bek 
formance — 100 


formation as to low prices ‘ : : | ‘a2 Ve . : 
and our liberal payment dear ase a wT Fischer DE LUXE, RAIL MOUNTED, REMOTE 
} ie §=—»s CONTROL MODEL TC 30 Milliampere and Ye — 
TY ele palpate, with oentgenogvapiie Taine Fischer MODEL TC 30 Milliampere or 50 Milliampere 


Fischer MODEL L 200 Milliampere X-RAY APPARATUS with Tilt Table LN GES, a | eA icc We ea | . 
. ee Pe Bee ene sAiGaec phy <_oxcantionully Wie Palgneuace and MOBILE X-RAY APPARATUS 


A powerful. unit recommended for 60” AP and lateral | Oe es 
radiography in the vertical and horizontal positions. : q . —. voltage control. 


Extremely efficient, low priced unit with great flexibility 





